[Fluorescent method of determining mass concentration of human serum albumin].
Fluorescent method for measuring mass (total) albumin concentration in human blood serum is suggested. Fluorophore K-35 previously suggested for measuring the effective concentration of albumin is recommended. Total albumin concentration is measured in acid pH range in the presence of nonionic detergent. Conditions under which the effects of factors impeding albumin assay virtually do not manifest were found. The resultant values of total albumin concentration coincide with the values determined by the bromocresol purple method.